Quick Reference Guide
Guia de referencia rapida
Guia de referéncia rapida

FLUKE:

709/709H/710

AL Precision Loop Calibrator
Go to www.fluke.com to register your Product, read the
Users Manual and find more information.

Vaya a www.fluke.com para registrar el producto,
descargar manuales y obtener mas informacion.

Acesse www.fluke.com.br para registrar seu Produto,
ler o Manual do Usuario e obter mais informagoes.

A Warning
To prevent possible electrical shock, fire, or personal
injury, read the 709/709H Safety Information before
you use this Product.
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In Circuit, External Loop Power

24V
Supply

HART, 710 Valve Test

4 mAto 20 mA )

Across Circuit, Communicator Only

24V 4 mAto 20 mA
m. 0 m
Supply RL 2250 Q
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